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Results of this study included testing of the dispensing accuracy of the ScriptPro SP 200
Robotic Prescription Dispensing system. According to the study, with a sample of 500
prescriptions filled on the SP 200, there were zero errors involving the wrong drug/wrong

strength.

SCRIPTPRO ACCURACY
DURING ECKERD STUDY
Error Types Error Rate*
Wrong drug 0
Wrong strength 0 x
*Sample: 500 prescriptions
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